Recent developments with the nucleus 22-electrode cochlear implant: a new two formant speech coding strategy and its performance in background noise.
A clinical evaluation of speech processing strategies for the Nucleus 22-electrode cochlear implant showed improvements in understanding speech using the new FOF1F2 speech coding strategy instead of the F0F2 strategy. Significant improvement in closed-set speech recognition in the presence of background noise was an additional advantage of the new speech processing strategy.